The assessment of interaction between drugs by the Autobac 1 system.
A study has been undertaken on the applicability of the Autobac 1 system to the checker board method to determine the interaction of combined drugs on bacterial populations. Preliminary results are reported which show that the Autobac makes easier, accurate, flexible and rapid such a method. In order to improve the significance and facilitate technical operations and data processing of this test additional equipment and device are suggested.